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Infrared Spectromicroscopy: Probing Live Cellular
Responses to Environmental Changes

Hor-YING N. HoLMmaN!, ZHAo Hao!, MicHAEL C. MARTIN?, AND HANS A. BECHTEL?
"Earth Sciences Division, Lawrence Berkeley National Laboratory, Berkeley, CA, USA

2Advanced Light Source Division, Lawrence Berkeley National Laboratory, Berkeley, CA, USA

The recent advent of gene sequencing and high-throughput functional
genomic approaches has led to a paradigm shift in studying microbial
responses to environmental changes—from a reductionist approach of
studying the structure and function of individual cellular parts to global
investigations of increasingly complex systems of molecules and their
interactions. While gene sequencing and high-throughput functional
genomic approaches have already allowed researchers to focus on a
genome-based understanding of both the individual cellular parts and the
biochemical networks, we now need new capabilities that will enable
investigation of biochemica processes as awhole in living cells. Today,
much of our understanding has come from biochemistry experiments that
are averaged over large populations of cells. These approaches have clari-
fied many detailed mechanisms, but they are not sufficient to reveal the
differences that exist even within a genetically homogeneous population.
For example, recent single-molecule imaging studies of living cells have
revealed that the cellular reactions that occur in complex networks of reg-
ulatory and metabolic processes during adaptive responses may exhibit
both spatial and tempora separation within a population or acommunity.
This heterogeneity, which can be of ecological significance, clearly can-
not be evaluated in experiments that are averaged over large populations.
The challenge is to identify those cells of ecological importance within a
large population and track their biochemica reactionsin situ in real time.
Inthisarticle, we first describe how we can help to meet this challenge by
combining aclassical infrared approach (used to study cellsand living tis-
sues for over six decades) with a brilliant synchrotron and an appropriate
microfluidic platform, followed by three application examples.

Infrared Spectroscopy

Infrared spectroscopy in the mid-infrared region (~2.5 to ~15.5 pm
wavelength, or ~4000 to ~650 wavenumber in cm™) is a powerful and
nondestructive analytical technique that provides label-free, fingerprint-
like spectra originating from the characteristic vibrational frequencies of
various chemical bonds and functiona groups [1]. Changes in hydrogen
bond lengths of aslittle as0.01 A or in bond angles of aslittle as 1° can be
clearly differentiated in a vibrational spectrum [2]. This specificity and
sensitivity makes infrared spectroscopy an excellent tool for studying the
structure and function of biological macromolecules. The introduction of
fast Fourier transform infrared (FTIR) spectromicroscopy (also caled
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Figure 1: Microfluidic platform to minimize water absorption. (a) Microfluidic
SR-FTIR microscopy platform schematic. (b) Plane view depiction of a
chip with several parallel etched microstructures for simultaneous
experiments. (c) Flow maps of the microstructures, simulated from experi-
mentally measured paths of near-neutral density polystyrene beads (yellow
arrows) and superimposed on a snapshot image: top, flow in a microchannel;
bottom, flow in a microwell. Scale bars =10 pum. Velocity = ~60 pmls
(adapted from Ref. 28)

microspectroscopy) improved speed and sensitivity. Ultimately, both
spatial resolution and detection sensitivity can be significantly improved
by replacing the thermal emission source in the conventional FTIR spec-
tromicroscope with a bright synchrotron infrared source [3,4].
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Figure 2: Interactions of antibiotics with E. coli. (a) Optical images of
day-old E. coli biofilm before (0 hr) and during (8 hr) MMC exposure. (b)
SR-FTIR chemical image plots of the intensity, before (upper panels) and
during (lower panels) MMC exposure, at ~985 cm™' (DNA-MMC
adducts), ~1310 cm™ (protein amide III), and ~1080 cm™ (polysaccha-
rides). Arrows indicate MMC stream direction. Scale bars: 10 pm. (c)
Preprocessed SR-FTIR spectra at selected locations before (blue spectra)
and during (red spectra) MMC exposure (adapted from Ref. 15)

TheBrilliance of Synchrotron Radiation

Synchrotron radiation (SR) is 200-1000 times brighter than a conven-
tional thermal infrared source. When coupled to an infrared microscope, the
greater brightness means that the photons can be focused to a diffraction-
limited spot dependent on the numerica aperture (NA) of the microscope
objective and the wavelength () of light. Typical infrared microscopes use
Schwarzschild objectives with NA in the range of 0.4 to 0.7, and spot sizes
(and hence spatid resolutions) of 0.5\ to 1.2A are achievable[3,5].

It is important to consder the size of the individud cedlls relative to the
size of theinfrared beam during the design of biologica investigations. In the
mid-infrared region, these 0.51 to 1.2A (i.e., ~2 to ~10 um) diffraction-limited
spot sizes are smdler than eukaryote cdls, bigger than most of the prokary-
otes or archaea, and are comparable to a smal cluster of prokaryote or
archaeacdls. Unlike with atherma source that must use aperturesto achieve
micrometer spatial resolution, with a synchrotron source there is no loss in
sgna-to-noise ratio (SNR). Although many more infrared photons are
focused on the biological sample when using a synchrotron source, the low
photon energy and low pesk powers (relative to the alternative infrared laser
sources) of < ~50 mW have shown no detectable effects on living cells[6].

Improved spatial resolution is of great benefit to measurementsinvolv-
ing heterogeneous samples. The accuracy with which a given feature is
measured is greatly increased because the measurement is taken only from
the area of interest [4]. The improvement in SNR and time resolution of
SR-FTIR is demonstrated by comparing spectrafrom a single cell as mea-
sured with a synchrotron and a conventional thermal source. The collection
time using the synchrotron source was only 16 seconds (32 scans), whereas
the thermal source took 500 seconds (1000 scans). Even after extensive
averaging, the quality of the thermal source measurement is not sufficient to
revea the fine molecular features within the vibrational spectrum.

The high SR-IR brightness coupled with its noninvasive nature has
aready made a significant impact in the fields of biomedicine[7], envi-
ronmental ecology, and geochemistry [8]. In an early study from our
group, time-lapse SR-FTIR reflectance measurements showed the
mechanism by which a small subset of microbes on a basalt rock speci-
men survived exposure to a high concentration of toxic chromium(V1)
when most of the surrounding microbial cells were killed [9]. Although
geological materials inherently have very rough surfaces, the small spot
size of the SR infrared source allowed us to measure a small region with
a handful of microorganisms, revealing that they were reducing chro-
mium(V1) to chromium(l11). This capability also yielded new insights
into how the soil bacteria Mycobacterium sp. JL S solubilize large recal-
citrant organic pollutants like polycyclic aromatic hydrocarbons and
metabolize them into biomass [10]. These insights into dynamic micro-
bial processesin simulated geological environments have been included
in the design of environmental clean-up strategies.

A “Just Right” Microfluidic Platform

Water presents one of the primary challenges of using infrared spec-
troscopy in studying living cells, even with a bright synchrotron source.
Water strongly absorbs mid-infrared light, and even the absorption of a
thin layer of water can completely dominate the spectrum. However,
water is necessary for life and is the most common ingredient (>70%) in
living cells. Thetrick isto get the optical thickness of the water just right:
enough to support life but not so much that it masks the molecular signa-
tures of interest. Typicaly less than ten micrometers of bulk water is pre-
ferred if one wants to exploit the molecular information across the full
mid-infrared spectral range.

A traditional approach to minimizing water absorption during living-
cell experiments is attenuated total reflectance (ATR) FTIR equipped
with a flow chamber. In ATR-FTIR, the IR beam is internaly reflected
off ahigh-index crystal (e.g. diamond or germanium) and the attenuation
of the beam is measured and analyzed [11]. For living-cell experiments,
cells are cultured on ATR crystals in a specially designed flow chamber
that can carefully control the culturing/experimental conditions (pH, tem-
perature, ionic strength, flow shear stress, and delivery of materials such
as nutrients and drugs) for hours [12-14]. The attenuated field formed at
the cell/ATR crystal interface has atypical penetration depth of less than
one micrometer, thereby reducing the optical path length in water. How-
ever, this small penetration depth, while important in reducing the path
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length through water, prevents the ATR-FTIR technique from examining
chemical and biological processes in cells of biologica systems with an
extensive extracellular matrix. Another important consideration is the
effect of growing the cellson the ATR crystal, which may affect extracel -
lular matrix propertiesthat are important in cellular phenotype.

We used a more straightforward microfluidic approach instead [15].
Figure 1 shows an early version of our open-channel microfluidic device.
It was fabricated on a silicon chip using deep reactive ion etching to
create hydrophilic microstructures 10-15 um deep and at least 40 um
wide. A continuous thin-film (<10 um) laminar flow is maintained by
balancing the hydrostatic pressurein amicroliter-size feeder droplet at the
microchanne inlet with the capillary forces present at the outlet. Mid-
infrared photons emitted from the synchrotron are focused onto the tar-
geted areas within the microstructures, and SR-FTIR measurements are
made by the transflection or transmission modes. To image the biochemi-
cal properties and the distribution of bacterial activity across a biofilm, it
is raster scanned with equa micrometer-sized steps, collecting afull SR-
FTIR spectrum at each position. The ability of the platform to provide a
sustainable environment for SR-FTIR measurements of living bacteria
has been confirmed by using the reporter bacterium E. coli XL1-blue.

Several other groups have reported uncomplicated flow chamber
techniques [16-18] that place living cells between two parallel infrared
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transparent windows (e.g., CaF,) separated by a spacer of minimum
thickness (<12 um). Although effective in its simplicity, we found that
the spectra from closed-chamber or closed-channel devices are often
marred by interference fringes that probably arise from multiple reflec-
tions from the parallel surfaces. In our device, the sloping free interface
between water and air has allowed us to completely eliminate the inter-
ference fringes during FTIR measurements.

Example 1: Under standing Bacteria-Antibictic | nteractionsin aBiofilm

A bacterial biofilm is a population of cells growing on a surface
and enclosed in a self-produced polymeric matrix in agueous environ-
ments. Bacteria within a biofilm can become up to 1000 times more
resistant to antibiotics than those of free-floating bacteria of the same
species[19], yet only about 1% of their genes shows differential expres-
sion between these two types of population [20].

Figure 2 shows an example of using open-channel microfluidics with
SR-FTIR spectromicroscopy to study why some E. coli in biofilms are
not killed by the antimicrobial agent mitomycin-C (MMC) [15]. MMC is
activated only after it has entered a cell, where it is then reduced to a
hydroquinone form that covalently cross-links to guanine residues in
DNA to form DNA-MMC adducts [21]. The presence of DNA-MMC
adduct signals at ~986 cm™ reflects cellular uptake and the action of
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Figure 3: Biofilm dynamics. SR-FTIR time course analyses and chemical
images of biofilms (a) in a microchannel and (b) in a microwell (as shown
by four molecular markers at ~1080 cm™ (polysaccharides), ~1130 cm™
(glycocalyx), ~1240 cm™ (DNA/RNA polysaccharides), and ~1310 cm™!
(protein amide I11). Unlike the microchannel data, where signal intensity
of key biomolecules appeared to approach an asymptotic state, the
microwell SR-FTIR data were cyclic (cell growth and release). The chemi-
cal image plots obtained after the second cycle show locally higher signal
intensities of protein amide I1I (~1310 cm™') and DNA/RNA polysaccha-
rides (~1240 cm™) near the microwell center, whereas the polysaccharide
matrix accumulated near the microwell edge. There is little spectroscopic
evidence of glycocalyx (~1130 cm™) to facilitate strong adherence to the
microwell substrate. Scale bars =10 uym (adapted from Ref. 15).

MMC [15]. Figure 2b shows chemical images before and after the intro-
duction of MMC into the microfluidic system. Despite an uninterrupted
supply of MMC-laden water, the SR-FTIR image plot shows that MMC
uptake is highly localized. DNA-MMC adduct signals are especialy
strong in areas that were either closer to the MM C source (locations 1 and
2 inthefigure) or in areas formerly rich in protein amide I11 (~1310 cm™).

In areas with litle DNA-MMC adduct, the protein amide Ill signd
increased with MM C exposure. Shown in Figure 2¢ are analyses of vec-
tor-normalized SR-FTIR spectra (over the 900-1800 cm™ region) at dif-
ferent locations; they also indicate localized small (~10 to ~20 um)
changesin biochemical contents consequent to MM C exposure. We spec-
ulate that the localization of MM C may be caused by flow heterogeneities
inside the biofilms, perhaps related to internal flow diversions around
regions with higher protein amide 111 signal. The heterogeneous spectral

features and behavior, however, may also reflect localized cellular diver-
sification processesin response to MM C toxicity, such as metabolic mod-
ification and/or migration to more favorable living areas.

Example 2: Revealing Biofilm Dynamics

Our group also used the open-channel SR-FTIR platform to
improve understanding of the growth and development of bacteria on
surfaces. Many microbia processesimportant in pathogenesis and ecol-
ogy are initiated in confined microscopic spaces, and recent reports
indicate that the colonizing bacteria cells actively seek out confined
spaces where biofilm initiation, formation, and evolution can be influ-
enced by fluid dynamics, nutrient supplies, or waste removal.

We compared biofilm formation in microchannels (with higher rates
of nutrient supplies and waste product removal) to that in microwells
(with lower rates of nutrient supplies and waste removal) (see Figure 3)
[15]. For microchannels, four different markers of biofilm formation
increase asymptotically: polysaccharide (~1080 cm™), glycocalyx
(~1130 cm™), DNA/RNA (~1240 cm™), and protein amide 111 (~1310

m™) (see Figure 3a). Thisresult provides chemical evidence that biofilm
formation proceeds via multiple convergent genetic pathways. The abun-
dance of glycocalyx carbohydratesin sites with large biofilm growth con-
firms the belief that glycocalyx synthesis is crucia to the formation of
bacteria biofilms [22]. In contrast, biofilm formation in microwells
exhibits cyclic growth patterns as indicated by the sequential rise and fall
of the different biomolecule signals (see Figure 3b). The lack of spectro-
scopic evidence of glycocayx suggests that biofilm attachment was
weaker in the microwell. It was discovered most recently that some bacte-
ria can produce a factor (mixtures of D-amino acids) that could prevent
biofilm formation and cause the breakdown of existing biofilms[23].

Example 3: Delineating Genome-Based Chemistry of Oxygen Stress
and Adaptive Response

One of our earlier applications was to study how descendants of
some the oldest bacteria can survive the oxygen stress of modern Earth.
Microbes such as the ubiquitous sulfate-reducing bacteria (SRB) are the
oldest (> 3.5 hillion years) and smallest (about 1/8000th the volume of a
human cell) living organisms on Earth. It is believed that their high sur-
face-to-volume ratio and strong selection pressure have yielded prepa-
rations to cope with environmenta fluctuation. Genome sequencing
shows that some SRB descendants have acquired the genetic “blue-
prints’ to survive transiently an oxygenated atmosphere. This includes
the potential capabilities to reduce (di)oxygen and cope with the subse-
guent toxic reactive oxygen species (ROS) in the modern atmosphere,
such as superoxide anion radicals, peroxides, and hydroxyl radicals.

In the case of our model SRB, Desulfovibrio vulgaris Hildenborough,
only asmall number of cellsin apopulation can survive transient expo-
sure to atmospheric oxygen (see Figure 4a). These few survivors often
exist individually or in small groups of severa cells to form localized
microscopic communities. They must be interrogated without spectro-
scopic influence from neighboring cells that are dying. We aso know

16

Vol. 23, No. 5, 2010, SYNCHROTRON RADIATION NEWS



19: 38 11 January 2011

Downl oaded By: [CDL Journals Account] At:

that the time scales of the oxygen adaptive response processes can
potentially range from minutes to hours [24]. To avoid long data acqui-
sition times and thus capture the response dynamics at shorter time
scales, abrilliant infrared source providing high SNR is required.

Our previous experience showed that only cells entering the early
stationary phase of the cell cycle and accumulating an interna reserve of
polyglucose and elemental sulfur are likely to survive transient air expo-
sure [25]. The FTIR spectra of polyglucose-accumulated D. vulgaris (see
Figures 4b and 4c) show the distinct spectral features of the non-glycosidic
polyglucose vibration (vC—OH) band between 1055 and 1045 cm™ and
the glycosidic linkage vibration (vC-O-C) at ~1175 cmi* (see Figure 4b).
This spectral information is used to look for potential survivorsin athin
layer of D. wulgaris clones that are maintained in an oxygen-free moist
atmosphere inside the microscope-stage environmental chamber. By ras-
tering the diffraction-limited synchrotron infrared beam across the thin
film, one can identify spots where the spectrum exhibits features similar
to the typical spectrum of polyglucose-bearing living D. vulgaris.

\y,
a? Materials Maglc
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The graph in Figure 5a is an overview of the striking molecular
changes in D. wulgaris survivors during their exposure to atmospheric
oxygen. The trends seen in Figures 5b and 5c¢, which were derived from
spectrally integrated absorption intensities of polyglucose and water
bands [25], revea an unanticipated multiphasic pattern. These two mol-
ecules are of immediate interest because the reduction of di-oxygen to
water through aerobic respiration of interna polyglucose reserves was
previously believed to be the primary step in air-tolerant SRB. Compar-
ing trends in these two figures shows that from 0 to ~50 minutesthereis
asubstantial decrease in the polyglucose band intensity but little change
in the water band intensity. After ~50 minutes, the water band intensity
increases abruptly while the rate of polyglucose disappearance contin-
ues unabated until slowing down distinctly later (after ~100 minutes).

Figure 5d is a two-dimensional time-frequency contour plot of the
time-difference spectra (negative values are shown in dark blue), with
difference spectrum snapshots beneath (see Figure 5€). The contour
map reveals the remarkable changing absorption features from vOH as
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Figure 4: Survivor SRB. (a) Viability of SRB after exposure to moist air for
eight hours. Live (green) and dead (red) were assessed using reagents in
LIVE/DEAD BacLight Bacterial Viability kit. (b) Typical infrared absorption
spectra of stationary-phase (red) and exponential-phase (blue) D. vulgaris.
(c) Transmission electron microscopy images of thin sections post-stained
by the periodic acid thiosemicarbazide-osmium (PATO) method show
intracellular polyglucose granules in stationary-phase but not exponential-
phase D. vulgaris (adapted from Ref. 25).

afunction of time, which reflects a cascade of chemical reactions (see
Figure 5f) that sheds light on genetically controlled pathways [25].

The mechanisms by which SRB survive transient exposure to
atmospheric oxygen have been controversial, partly because of the
approach of averaging over alarge population. Our SR-FTIR technique
provides the first direct molecular observation of the reduction of
di-oxygen to water by a small humber of SRB through aerobic respira-
tion of internal polyglucose reserves as one crucia step and identifies
the transient chemical reactionsthat allow the survivor subpopulation to
adapt to extreme changes in its environment.

Prospects

The next step in the development of infrared spectromicroscopy isthe
improvement of imaging speed. Thisis required for studying multiple sub-
populations smultaneoudly within an isogenetic population and for devel-
oping afundamental understanding of population-level diversity. Currently,
even with the huge improvementsin SNR from a synchrotron source, map-
ping large areas at high spatia resolution with the raster scanning technique
can be extraordinarily timeintensive. For example, imaging a100 x 100 um
areawith a 3-um step size can take nearly 20 minutes. Using longer aver-
age measurement timesto improve the SNR can easily increase the acquisi-
tion time to hours or days! Foca plane array (FPA) technology has
increased the speed of image acquisition by multiplexing the acquisition of
data, but low SNRs have limited their applicability. One solution is to cou-
ple these new detectors with high-brightness of synchrotron radiation [26].
Presently, many of the thirty-some synchrotron infrared facilities world-
wide are investigating this prospect. The InfraRed ENvironmenta Imaging
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Figure S: Oxidative stress and adaptation. (a) Typical real-time SR-FTIR
spectra of D. vulgaris during the transition from an anaerobic to aerobic
environment. Since all spectra are derived using air as a reference, the abrupi
change in the spectral feature at ~2348 cmi™! is associated with the presence
of atmospheric CO,. Typical time-course of infrared intensity (normalizea
by the maximum value) of (b) polyglucose content and (c) water. (d) Time
versus frequency contour plot of SR-FTIR time-difference spectra in the
hydride-OH dominated stretch region. (e) Snapshots of time-difference spec-
tra for selected different time points. The dashed line marks zero difference
absorbance. (f) Typical time-course of infrared intensity (normalized by the
maximum value) of H-bonded species (adapted from Ref. 25).
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(IRENI) Fecility a the Synchrotron Radiation Center (SRC) a the
University of Wisconsin-Madison is the first FPA-based SR-FTIR system
available to users (www.src.wisc.edu/ireni/).

Another direction isto integrate high-density microfluidic chips with
plumbing networks [27]. This advance will enable the automatic and pre-
cise manipulation of fluids to provide accurate “on-demand” conditions
to study the chemistry of living cells. This will permit investigations of
many important cellular systemsin aqueous environments over long time
periods, including harmful processes like chronic bacteria infections or
beneficial processes like energy production by microbes.
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